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has been assessed an3 certified as meeting the requirements of

Dii-^r^ - 2/EEC
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on medical devices, Annex II (excluding Section
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For the following products

ii^lG ; 
Tonometers.

Jl^ifTonosafe sterile disposable prism.
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Where the above scope includes class lll^medical device(s), a valid EC Design Examination
Certificate according to Annex II (^ct!oni4)isainandatory requirement for each device in

additjoirtojlhis certificate to place that device on the market.
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This certificate is valid from]_1j6,December 2019 until 24 May 2024
and remains valid subject to satisfactory surveillance audits.
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iG®(lssue;1. Certified since 13 March 1995
^,-. and firstcertifje^NIS^BelgiumNV since 16 December 2019
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SGS Belgimn NV, Notified Body 1639
SGS House Noorderiaan 87 2030 Antwerp Belgium

t +32 (0)3 545^848 f +32 (0)3 545^18^9 www.sgs. com
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ffls document is issued by the Company subject to its General Conditions of
Certification Senices, unless othenrise agreed, accessible at

»niiw.sgs.comAe[m5_and_conditlons.htm. Attention Is drawn to the limitatons of
liabilify, indemnification and jurisiliclional issues established therein. The

authenticity of this document may be verified at https//i»ww. sgs.com/en/certified-
dients-and-products/certilied-dient-directoiy. Any unauthorized alteration, forgery

or falsifcaton of the content or appearance of this document is unlawful and
offenders may be prosecuted to UIB fullest extent of the law.
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Global Medical Devices Certification Manager 

SGS Belgium NV, Notified Body 1639 

SGS House Noorderlaan 87 2030 Antwerp Belgium 
t +32 (0)3 545-48-48 f +32 (0)3 545-48-49 www.sgs.com 
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Corrigendum to Certificate GB19/964583  
 

Haag Streit UK Ltd   
 

Edinburgh Way Harlow Essex CM20 2TT United Kingdom 
Scope: 

 

Tonometers.  
Tonosafe sterile disposable prism. 

This corrigendum is only valid together with accompanying 93/42/EEC certificate 
issue 1 

 
 

 

Correction Date Correction 

Change approved by SGS  
on 16 April 2024 

Change of main site to now read : 
Main Address: Unit C, Woodside 
Industrial Estate, Dunmow Road, 

Bishop’s Stortford, Hertfordshire CM23 
5RG, United Kingdom 

 
Site 2: Suites 2 & 4, 2 Woodside 
Industrial Estate, Dunmow Road, 

Bishop’s Stortford, Hertfordshire CM23 
5RG 

 

 

This document is issued by the Company subject to its General Conditions of 
Certification Services, unless otherwise agreed, accessible at 

www.sgs.com/terms_and_conditions.htm. Attention is drawn to the limitations of 
liability, indemnification and jurisdictional issues established therein. The 

authenticity of this document may be verified at https://www.sgs.com/en/certified-
clients-and-products/certified-client-directory. Any unauthorized alteration, forgery 

or falsification of the content or appearance of this document is unlawful and 
offenders may be prosecuted to the fullest extent of the law. 
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